Abstract. Kolsky tension bar techniques were modified for dynamic high-temperature tensile characterization of thin-sheet alloys. An induction coil heater was used to heat the specimen while a cooling system was applied to keep the bars at room temperature during heating. A preload system was developed to generate a small pretension load in the bar system during heating in order to compensate for the effect of thermal expansion generated in the high-temperature tensile specimen. A laser system was applied to directly measure the displacements at both ends of the tensile specimen in order to calculate the strain in the specimen. A pair of high-sensitivity semiconductor strain gages was used to measure the weak transmitted force due to the low flow stress in the thin specimen at elevated temperatures. As an example, the high-temperature Kolsky tension bar was used to characterize a DOP-26 iridium alloy in high-strain-rate tension at 860 s −1 /1030 • C.
Introduction
Kolsky bar, also called split Hopkinson bar, was originally developed for compression testing [1] and subsequently modified for use in tension and torsion testing [2, 3] . A variety of Kolsky tensile bar techniques have been developed since the 1960s [4] . However, the Kolsky tensile bars have been mostly utilized for room-temperature testing. It has been very challenging to conduct hightemperature Kolsky tension bar experiments. In a Kolsky tension bar test, the specimen has to be firmly attached to the bar ends before dynamic loading. This makes it nearly impossible to heat the specimen individually, which has been executed for high-temperature Kolsky compression bar tests [5] . Su et al. [6] applied thermalprotective coating with a very low heat transfer coefficient to the bar surface to mitigate the heat transfer to the bars. Using the same method, the temperature in the bars was reduced to below 300
• C when the specimen was heated to 527
• C [7] . This means the heat was still transferred from the high-temperature specimen to the bars through the threads, which generated a thermal gradient in the bars. Such a thermal gradient may become more significant when the testing temperature increases. A significant thermal gradient will result in erroneous stress and strain measurements in the specimen, particularly when the test temperature is over 600
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• C [6] [7] [8] [9] [10] , where the effects of temperature gradients on the steel bars can be neglected [9] . However, special experimental design considerations are required for Kolsky tension bar experiments at higher temperatures.
In this study, the conventional Kolsky tension bar was modified for dynamic high-temperature tensile characterization of thin-sheet alloys. As an example, a thin-sheet DOP-26 iridium alloy was characterized in tension at ∼860 s −1 /1030 • C.
Modified high-temperature Kolsky tension bar system
In this study, the Kolsky tension bar described in [11] was modified for dynamic high-temperature characterization of thin-sheet alloys. Figure 1 (a) shows a schematic of the modified high-temperature Kolsky tension bar system. Since it is not possible to directly thread a thin-sheet specimen into the bar ends, a pair of specimen fixtures was designed and shown in Fig. 1(b) . This design used for a flat dog-bone shaped tensile specimen is similar to the one used in [12] . The fixture was machined with a slot with the same dimensions as the non-gage section of the specimen such that the whole non-gage section of the specimen was placed into the slot of the fixture. In this design, the specimen shoulder takes the load to pull the specimen. Since the area of the shoulder is much larger than that of the specimen gage section, this design minimizes the deformation in the non-gage section during dynamic loading. The specimen was then covered with a semicircular cap. The depth of the fixture was made the same as the specimen thickness such that the semicircular cap did not provide additional perpendicular force on the specimen but retained the specimen during dynamic This is an Open Access article distributed under the terms of the Creative Commons Attribution License 4.0, which permits unrestricted use, distribution, and reproduction in any medium, provided the original work is properly cited. loading. Both the fixtures and the semicircular caps were made of Inconel 718 steel, which has relatively high strength at elevated temperatures.
An induction coil heater was installed on the testing section. Due to the small size of the specimen under investigation, the induction coil was set to heat the relatively large fixtures and then let the heat transfer to the specimen (Fig. 1(c) ). This experimental design enables direct measurement of displacements at the specimen ends using a laser. When the fixtures are heated with the induction coil, the heat is transferred to both the specimen and the bars simultaneously. In order to prevent heating of the bars, a pair of hollow water-cooled pillow blocks was installed on the bar ends, as shown in Fig. 1(d) . This design is similar in principle to that developed by Scapin et al. [13] . The difference is that Scapin et al. [13] applied a Cortex-tube-based air cooling system to cool down the bars for testing up to 400
• C. The water cooling system used in this study was shown to be capable of cooling the bars below room temperature when the testing temperature was as high as 1030
• C. As shown in Fig. 1(c) , the high-temperature fixtures attached to the bar ends still generate a thermal gradient between the bars and the specimen even though the bars are kept at room temperature, which may modify the wave propagation. In addition, the complicated design of the fixtures themselves exhibits many interfaces that may also modify the wave propagation. Both result in an unreliable reflected pulse for specimen strain calculation. A laser system that has been recently used for direct displacement measurement in Kolsky bar experiments [12, 14] was implemented to the high-temperature Kolsky tension bar to directly measure the displacement histories at the specimen ends of the fixtures. The laser system used in this study was the same as that presented in [14] and demonstrated a bandwidth of 100 kHz or even higher, depending on the resolutions, which is sufficiently high for Kolsky bar experiments. The specimen strain can be calculated as
where L 1 and L 2 are displacements of the specimen ends attached to the incident and transmission bars, respectively; L s is the gage length of the specimen. When the thin tensile specimen is heated to high temperatures, the specimen may become longer due to thermal expansion. However, the force generated by such a thermal expansion may not be sufficiently high to overcome the friction between the bars and the bar supports and push the incident and transmission bars back, which can consequently buckle the thin tensile specimen. The buckling generated in the specimen will produce an erroneous stress-strain response and is difficult to correct. A spring-loaded pre-tension system, as shown in Fig. 1(e) , was developed to prevent the specimen from buckling during heating. The spring was placed between a rigid mass and a flange screwed onto the free end of the transmission bar. Screwing the flange toward the rigid mass compresses the spring and in turn generates a tension load in the tension bar system. Another rigid mass was placed against the gun barrel ( Fig. 1(a) ) to prevent the bar system from moving backwards when the whole bar system is pre-loaded in tension [15] . In this study, the spring was set to generate a pre-tension load of approximately 18 N which is sufficient to straighten the iridium specimen during heating but insufficient to produce further stretch on the iridium specimen. Another high temperature testing issue is thermal softening of the specimen. In general, the flow stress in metallic materials decreases significantly at elevated temperatures, which results in a very weak transmitted signal in Kolsky bar experiments. Particularly when the cross-sectional area of the thin tensile specimen is much smaller than that of the pressure bars, the amplitude of the transmitted signal becomes further lower. In order to measure the weak transmitted signal with relatively high resolution, a pair of semiconductor strain gages was used to replace the regular resistor strain gages on the transmission bar. The semiconductor strain gages have a gage factor of 139, which is approximately 70 times more sensitive than the regular resistor strain gages. The specimen stress is calculated as
where E 0 is Young's modulus of the bar material; A 0 is the cross-sectional area of the transmission bar; t is the transmitted strain; and A s is the cross-sectional area of the specimen. Combining the measurements of the semiconductor strain gages (Eq. (2)) and the laser system (Eq. (1)) for specimen stress and strain histories, respectively, yields the stress-strain curve of the specimen under investigation.
Dynamic high-temperature tensile characterization of iridium alloy
As an example, we employed the high-temperature Kolsky tensile bar to characterize a DOP-26 iridum alloy at 1030
• C. The tensile specimen that is shown in Fig. 1 (b) had a thickness of 0.66 mm, a width of 2.54 mm in gage section, and a gage length of 6.35 mm.
We performed preliminary tests to attach three thermocouples to different locations in the gage section of the iridium specimen to check the temperature uniformity in the specimen during heating. The results showed that the temperatures were very consistent in these three locations during the heating process. Therefore, it is reasonable to consider the uniform temperature across the whole specimen gage section. In actual iridium alloy testing, only one thermocouple was attached to the fixture surface under the specimen, as shown in Fig. 1(b) , to avoid spot welding the thermocouple to the surface and causing specimen microstructure changes. The engineering stress and strain histories in the specimen, which were calculated with the transmitted and laser signals by using Eqs. (2) and (1), respectively, are shown in Fig. 2 . The strain rate was then calculated with the slope of the strain history as a nearly constant 860 s −1 . It is noted that when the reflected pulse becomes unreliable, it is difficult to compare the force histories at both ends of the specimen for force/stress equilibrium check. In this study, we used high-rate high-temperature digital image correlation (DIC) approaches to qualitatively check the deformation uniformity across the whole specimen gage section. The DIC results showed that, under the same loading condition, the specimen with a gage length of 6.35 mm was deformed uniformly until necking occurred. However, due to the interaction between the high-intensity light for the DIC measurement and the laser system used for the direct strain measurement in the specimen, we were not able to apply DIC in each test. Based on the stress and strain histories shown in Fig. 2 , the tensile stress-strain curve at 860 s −1 and 1030
• C was obtained and shown in Fig. 3 . The stress-strain curves exhibit oscillations because of the effect of electromagnetic field generated by the induction coil on the highly-sensitive semiconductor strain gage signals. The raw stress-strain data was filtered to remove the oscillations, the result of which is also shown in Fig. 3 .
The dynamic high-temperature stress-strain curve of the iridium alloy show different profiles than quasistatic curves [16] : there is an initial elasticity followed by significant work hardening behavior when the strain
